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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 




Mazdoor Kisan Shakti Sangathan 
"The Right to Information, The Right to Live'' 
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IS : 5004 * 1968 

Indian Standard 

SPECIFICATION FOR 
SPOONS, CUTTING DENTAL, NO, 1/2, 3/4 AND 5/6 

0. FOREWORD 

0*1 This Indian Standard was adopted by the Indian Standards Institu- 
tion on 27 December 1968, after the draft finalized by the Dental Instru- 
ments Sectional Committee had been approved by the Consumer Pro- 
ducts Division Council. 

0.2 This standard is one of a series of Indian Standards on dental cut- 
ting and filling instruments and has been formulated at the instance of 
the Advisory Committee for Development of Surgical Instruments, 
Equipment and Appliances, Government of India, 

0.3 For the purpose of deciding whether a particular requirement of 
this standard is complied with, the final value, observed or calculated, 
expressing the result of a test or analysis, shall be rounded off in accord- 
ance with IS : 2-1960*. The number of significant places retained in 
the rounded off value should be the same as that of the specified value 
in this standard. 



1. SCOPE 

1.1 This standard specifies the requirements of dental cutting spoons, 

No. 1/2, 3/4 and 5/6. 

2. MATERIAL 

2.1 The instrument shall be made of stainless steel conforming to Desig- 
nation SOCrlS of Schedule V of IS : 1570-19611 or carbon steel con- 
forming to Designation T50 of Schedule VI of IS : 1570-1961t. 

3. SHAPE AND DIMENSOIMS 

3,1 The instruments shall conform to shape and dimensions as given in 
Fig. 1. 



♦Rules for rounding off numerical values ( revised ). 
fSchedules for wrought steels for general engineering purposes. 
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ALL SIDES TO HAVE CUTS EXCEPT 
SPACE FOR MARKING 
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SECTION XX 



No. 

1/2 
3/4 
6/6 



IV 

±'05 

2-00 
1-50 
1-00 



L 

±•25 

9-00 
8*00 
6*00 



D DiA 

1-3 

1-0 
0-8 



All dimensions in millimetres. 



Fig. 1 Spoons, Cutting, Dental, No. 1/2, 3/4 and 5/6 
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3.2 Handle — The requirements as prescribed in 3.3 of IS ; 3887-1966* 
shall apply. 

4. WORKMANSHIP AND FINISH 

4.1 The cutting edge of the instrument shall be properly sharpened and 
shall be free from burrs, feathers, nicks and wavincss. 

4.2 The instrument made of stainless steel shall be suitably passivated 
and finished bright all over. Carbon steel instrument shall be plated 
chromium over nickel and the plating shall conform to Service Grade 
No. 2 ofIS: 1068-19681. 



5. HEAT TREATMENT 

5.1 The stainless steel instruments shall be hardened and tempered 
throughout to 370 to 400 HV; while in case of carbon steel instruments, 
only working shall be hardened and tempered to 400 to 470 HV, 

6. TESTS 

6.1 Performance Test — The cutting edge of the spoon shall be applied 
to the surface of a freshly extracted tooth mounted on a sealing wax plat- 
form. An attempt shall be made, with one hand for one minute, to 
chisel the enamel and to enlarge a made out cavity of the tooth. The 
spoon shall do this cleanly and shall show no sign of damage after the 
test. 

6.2 Test for Corrosion Resistance — The stainless steel instruments shall 
be tested for corrosion resistance as given in 8 of IS : 3887-1966*. 

7. MARKING 

7.1 The spaed on the handle shall be marked with the number of instru- 
ment, manufacturer's name, initials or trade-mark and country of 
manufacture. In case of stainless steel instruments, the letters * SS * shall 
also be marked on the handle. 



♦General requirements for cutting type dental instruments, 

fSpecification for electroplated coatings of nickel and chromium on iron and steel 
( firsi revision ). 
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7.1.1 Each instrument may also be marked with the ISI Certification 
Mark. 

Note — The use of the ISI Certification Mark is governed by the provisions 
of the Indian Standards Institution ( Certification Marks ) Act, and the Rules and 
Regulations made thereunder. Presence of this mark on products covered by an 
Indian Standard conveys the assurance that they have been produced to comply 
with the requirements of that standard, xinder a well-defined system of inspection, 
testing and quality control during production. This system, which is devised and 
supervised by ISI and operated by the producer, has the further safeguard that the 
products as actually marketed are continuously checked by ISI for conformity to 
the standard. Details of conditions, under which a licence for the use of the ISI 
Certification Mark may be granted to manufacturers or processors, may be obtain- 
ed from the Indian Standards Institution. 

8. PACKING 

8.1 The packing shall conform to 7.1 of IS : 3887-1966*. 



♦General requirements for cutting tj'pe dental instruraents. 
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